Electrode displacement from a multipurpose Swan-Ganz catheter.
A patient is described in whom a multipurpose pulmonary artery catheter had been placed. Upon removal of the catheter, it was noted that the electrodes had become detached from the lead. A new method is described for insertion and removal of the catheter which will prevent this complication.